Save the "THRU" in the A.N.A. calibration by A. Ferrero & U. Pisani
04 August 2020
POLITECNICO DI TORINO
Repository ISTITUZIONALE
Save the "THRU" in the A.N.A. calibration / A. Ferrero; U. Pisani. - STAMPA. - 22(1992), pp. 128-135. ((Intervento
presentato al convegno 40th ARFTG Conference tenutosi a Orlando, FL (USA) nel 3-4 Dec. 1992.
Original
Save the "THRU" in the A.N.A. calibration
Publisher:
Published
DOI:10.1109/ARFTG.1992.327007
Terms of use:
openAccess
Publisher copyright
(Article begins on next page)
This article is made available under terms and conditions as specified in the  corresponding bibliographic description in
the repository
Availability:
This version is available at: 11583/2497897 since:
SAVE THE ”THRU” IN THE A.N.A. CALIBRATION 
A. Ferrero, U. Pisani, F. Sanpietro 
POLITECNICO DI TORINO 
Corso Duca degli Abruzzi 24 
10129 TORINO, ITALY 
Tel. xx39-11-5644047 Fax: xx39-11-564-4099 
Abstract 
The conventional network analyzer (N  WA) two-port calibration procedures require a standard 
thru line to be connected between the ports. 
Unfortunately in many applications, for example when measuring MMIC or on-wafer devices 
with not aligned ports, a custom thru line must be used. 
The procedure here applied overcomes the difficulty due to the poor knowledge of this thru 
element since it is based on a generic reciprocal unknown two port structure, provided that its 
5’21 phase shift is roughly known. 
Some experimental comparisons with other well sound calibration techniques will be here 
presented where different reciprocal two-port structures were used as unknown thru. 
I. Introduction 
The NWA accuracy is strictly connected to the standards and to the effectiveness of the 
Cali bration procedure used to remove the systemathic errors. 
In the case of two-port measurements all the present known calibration procedures 
[l]-l:S] are based on the full knowledge of at least one two-port standard network, usually 
called thru, used to connect together the NWA test ports. 
Unfortunately in many applications this thru can not be completely known ( e.g. the 
case of on-wafer devices with not aligned ports where a folded line shall be used as a thru). 
The calibration technique here applied overcomes these problems since it doesn’t re- 
quire any particular thru knowledge, provided that the two-port used instead of the thru 
is reciprocal and its ,521 phase shift is roughly known. 
Although it can be applied to any type of wave guide system the technique is partic- 
ularly useful with “non-insertable” coaxial or on-wafer devices; furthermore, if the device 
under test (hi) is itself reciprocal, the reciprocal standard is unnecessary and the dut can 
in effect serve as its own calibration standard. 
Six complex independent error coefficients, of the seven required in a two-port calibra- 
tion, are obtained with the usual measurements of one-port standards (open, short, load) 
carried out respectively at NWA test ports 1 and 2, following the classic “full two-port” 
technique. 
The last one is provided by taking advantage of the reciprocity condition of the two- 
port network used as ”thru”, whose trasmission matrix has an unitary determinant. 
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11. The calibration theory 
An actual two port S-parameter test set can be seen as an ideal two-port reflectometer, 
which measures the device under test (dut) embedded between two error boxes, as shown 
in Fig. 1, which can be respectively characterized by the scattering matrices [3]: 
If we call TduL and Tm respectively the actual and the measured raw transmission 
matrices of the embedded dut,  the following equation stands: 
i v  here 
e: 
c y = - -  
B 
> 
y . 4  = I 
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'The matrices YA and YB are completely known from one-port calibration procedures 
carried out by measuring three standards (usually an open, a short and a load) respectively 
connected at both the network analyzer test ports, but a cannot be directly derived from 
these one-port measurements. For a reciprocal network connected between the test ports, 
the equation (1) can be rewritten as: 
T m e c  = QYATrecYB' (4) 
where Tre, and T,,,, are respectively the actual and the measured raw transmission 
matrix of the reciprocal network. Because the reciprocity, the matrix T,,, has an unitary 
determinant, so from the equation (4) it follows: 
detT,,, = a2detYA(detYB)-' 
therefore 
( 5 )  
detT,,, detYB 
a= 'J  detYA 
.A sign ambiguity results for Q, but it can be solved considering that from the equation 
(4) it results: 
X = Y,'T,,,YB (8) 
it shall be noted that X is fully known from the one-port calibrations and the measured 
matrix T-ec. From equation (7) the scattering parameter S21rec can be calculated as: 
(9) 
So a simple roughly knowledge of the reciprocal network S2lrec phase shift (5  180') allows 
to solve the LY sign ambiguity. 
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Figure 2: Layout of the CPW resistor used as reciprocal network (unknown thru) for 
RSOL calibration 
111. Experimental results 
Several on wafer devices were measured and their raw data were corrected by LRM and 
RSOL techniques, so probe repositioning errors are avoided and only the calibration 
process influence are highlight. 
The RSOL calibration uses as unknown thru the device shown in Fig. 2, while the 
LRh4 is carried out with the usual 1 ps standard thru line provided by Cascade. 
A first test was carried out on the same device shown in Fig. 2, Fig. 3 reports the 
corrected four scattering parameters up to 40 GHz. 
A second test was done on a 40 ps CPW line, whose corrected scattering parameters 
are shown in Fig. 4. 
Up to 20 GHz all the results agree very well. A small difference in all the parameters 
appear beyond this frequency, but it can be noted, especially on S22 plots of Fig. 3, that 
the RSOL results agree better than the LRM ones with the 5'11 plot, as required by the 
geometrical simmetry of the device. 
A significant test to hightlight the RSOL calibration effectivness can be carried out 
by comparing the measured value of detT, for several reciprocal networks. Following the 
equation 5 all these should be equal, since a ,  Y A ,  and YB are test set constants. 
Fig. 5 shows the plots of detT, for three cases of reciprocal networks (e.g. a 10 dB 
attenuator, a 1 ps line and the 25 fl resistor). To evidence the small differences founded, 
these plots were normalized to the determinant of the CPW (40 ps) line. 
These plots clearly testify the independence of the technique from the reciprocal net- 
work used. 
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Figure 3: Comparison between the scattering parameters of the CPW resistor corrected 
with RSOL and LRM 
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Figure 4: Comparison between the scattering parameters of a 40ps CPW delay line cor- 
reted wi th  RSOL and LRM 
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Figure 5:  Comparison between the detT, measured on three reciprocal networks, nor- 
malized to the determinant of the CPW (40 ps) line 
IV. Conclusion 
The procedure here presented overcomes the problem of the standard thru-line necessary 
to perform the conventional two-port calibration techniques of the NWA. The availability 
of a standard thru is often one of the main difficulties to deal with, when devices with 
non conventional physical ports have to be measured. 
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